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Program Version 2.20 Temperature(‘C) 24.0 —
Cs ROI(keV) 450 — 850 Cs Calibration Factor 56.80 ="
K40 ROI(keV) 1380 - 1580 Spillover Factor(Cs/K40) 1.226 2L
Background Meas Time(sec) 36000 Cs Background(cps) 0.6669

HAK: http://bg-center.com/kensa/doc/houkokusyo-guide-2.pdf



